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Background: Subjects with small coronary arteries have a higher rate of restenosis and clinical events after percutaneous coronary intervention 
compared to those with larger vessels. The commercial XIENCE V everolimus eluting coronary stent system (EECSS) is associated with low rates of 
restenosis and thrombosis in the general population, but the 2.25 millimeter (mm) XIENCE V has not been tested in the United States. The SPIRIT 
Small Vessel (SV) is the Food and Drug Administration approval trial to determine the safety and effectiveness of the 2.25 mm XIENCE V EECSS in 
subjects with small vessels and ischemic heart disease. 
Methods: This prospective, single-arm, open-label study was conducted at 33 centers in United States. Consecutive patients with a maximum 
of two de novo native coronary artery lesions ≤ 28 mm in length and in vessels ≥ 2.25 mm to < 2.5 mm in diameter were enrolled. The primary 
endpoint was the target lesion failure (TLF) rate at 1-year, required to meet the pre-specified performance goal of 20.4%, based on historical data. 
Results: Of the 150 subjects enrolled, 144 subjects received at least one 2.25 mm XIENCE V stent and 69 subjects were included in the 240 day 
angiographic cohort. Enrollment was completed on November 4, 2009. The mean age was 62.97±10.59 years, 61.8% (89/144) of the population 
was male and 39.2% (56/143) were diabetic. The mean reference vessel diameter was 2.13±0.23 mm, 72.2% (104/144) of subjects had one 
vessel treated and 27.8% (40/144) had two vessels treated. Interim analysis at 268 days (240±28 days) revealed 0.16±0.41 mm in-segment and 
0.2±0.4 mm in-stent late loss and 9.6% (5/52) in-segment and 3.8% (2/52) in-stent binary restenosis rates. The TLF rate was 7.2% (10/139), 
the cardiac death rate was 1.4% (2/139), the target vessel myocardial infarction rate was 1.4% (2/139) and clinically indicated target lesion 
revascularization rate was 4.3% (6/139). The 268 day academic research consortium defined definite/probable stent thrombosis rate was 1.4% 
(2/139). 
Conclusion: Based on this interim analysis, the 2.25 mm XIENCE V EECSS appears safe and effective through 268 days. Primary endpoint data 
through 1 year will be available at the time of the presentation.
